downstream obstruction. 3, 4 The overall success rate of stent use was 72.8%, with a migration rate of 28.2%. 2 Recently, a newer stent, the megastent, has also emerged as an interesting option because its long and large shape adequately fits the tortuous anatomy of the SG, demonstrating superior results in comparison with esophageal stents in the management of sleeve leaks; however, serious adverse events may arise. [4] [5] [6] A 55-year-old morbidly obese woman underwent SG and experienced a gastric leak on the seventh postoperative day (Fig. 1) . She was in clinically stable condition and was referred to our endoscopy unit for SEMS placement (Video 1, available online at www.VideoGIE. org). We opted for a fully covered bariatric megastent (28 mm Â 24 cm), which completely occluded the leak at the proximal corpus (Fig. 2) . Ten days later, the drain output increased and became darkish. An endoscopic reassessment identified a large perforation (Fig. 3) at the distal part of the esophagus where the proximal edge of the SEMS was anchored. The patient underwent emergency surgery. Intraoperatively, both the esophageal perforation (Fig. 4) and the gastric fistula (Fig. 5) were identified. We repaired both defects and placed mediastinal and peritoneal drains. Ten days later, we removed the stent and observed complete dehiscence of the esophageal perforation (Fig. 6 ) with a mediastinal drain into the orifice. We removed the drain from the orifice and placed the SEMS, with sponge system exchanges ( Fig. 7 ) every 3 to 5 days. Nine vacuum system exchanges and 50 days were needed to completely close the esophageal perforation (Fig. 8) . Moreover, treatment of the gastric leak entailed the removal of surgical staples and 2 septotomies (Fig. 9) . Control endoscopy and upper GI series showed no signs of leaks. The patient was discharged 3 months after the SG with normal oral nutritional intake and was asymptomatic. In conclusion, the megastent should be used with caution because it may carry serious adverse events. Endoscopic vacuum therapy is a noteworthy option to treat large esophageal perforations. Treatment of leaks may require multiple endoscopy sessions and a combination of different techniques.
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